
  
 

8000 South Kolb Rd. 
Tucson, AZ 85756 

 
Ph: 800-528-1597 
Fax: 520-885-1189 

 
 

 

Your Source for Innovation and New Technology! 
www.wellsgrp.com 

 

 

 

CLEANING RECOMMENDATIONS 
EQUIPMENT 

 

 

 

 Equipment-all models: 
Using a hospital grade cleaner and towel, clean a small and inconspicuous area of the 

device first to make sure the cleaner you are using is not damaging the device.  If there is 

visible damage, you may need to use a different cleaner or dilute the one used. 

 

Once you’ve verified the cleaner is effective without causing damage, wipe down the top, 

all sides and back of unit as needed. 

 

*Some devices have a touch screen control panel.  To clean the touch screen, dampen a 

towel with a mild detergent and water and gently wipe the screen until clean. 

 

Applicable to the following Wells Johnson Part #’s: 

 

18-2821-00 20-5026-00 

18-2821-21 20-5028-00 

20-1825-00 20-5061-00 

20-1826-00 20-5066-00 

20-5000-00 20-5997-00 

20-5001-00 20-6000-00 

20-5007-00 20-6005-00 

20-5010-00 20-6200-00 

 20-6201-00 
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